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(b) Patient names or other identifiers
may be disclosed to a manufacturer or
other person subject to this part or to
a physician when the health or safety
of the patient requires that such per-
sons have access to the information.
Such notification will be pursuant to
agreement that the record or informa-
tion will not be further disclosed ex-
cept as the health aspects of the pa-
tient requires. Such notification does
not constitute public disclosure and
will not trigger the availability of the
same information to the public gen-
erally.

§ 821.60 Retention of records.
Persons required to maintain records

under this part shall maintain such
records for the useful life of each
tracked device they manufacture or
distribute. The useful life of a device is
the time a device is in use or in dis-
tribution for use. For example, a record
may be retired if the person maintain-
ing the record becomes aware of the
fact that the device is no longer in use,
has been explanted, returned to the
manufacturer, or the patient has died.
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Subpart A—General

§ 860.1 Scope.

(a) This part implements sections 513,
514(b), 515(b), and 520(l) of the act with
respect to the classification and reclas-
sification of devices intended for
human use.

(b) This part prescribes the criteria
and procedures to be used by classifica-
tion panels in making their rec-
ommendations and by the Commis-
sioner in making the Commissioner’s
determinations regarding the class of
regulatory control (class I, class II, or
class III) appropriate for particular de-
vices. Supplementing the general Food
and Drug Administration procedures
governing advisory committees (part 14
of this chapter), this part also provides
procedures for manufacturers, import-
ers, and other interested persons to
participate in proceedings to classify
and reclassify devices. This part also
describes the kind of data required for
determination of the safety and effec-
tiveness of a device, and the cir-
cumstances under which information
submitted to classification panels or to
the Commissioner in connection with
classification and reclassification pro-
ceedings will be available to the public.

§ 860.3 Definitions.

For the purposes of this part:
(a) Act means the Federal Food,

Drug, and Cosmetic Act.
(b) Commissioner means the Commis-

sioner of Food and Drugs, Food and
Drug Administration, United States
Department of Health and Human
Services, or the Commissioner’s des-
ignee.

(c) Class means one of the three cat-
egories of regulatory control for med-
ical devices, defined below:
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